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ABSTRACT 

The acquisition and interpretation of ice thickness data from a 
mobile platform has for some time been a goal of the remote 
sensing community. Such data, once obtainable, is of value in 
monitoring the changes in ice thickness over large areas, and in 
mapping the potential hazards to traffic in shipping lanes. 

This paper describes measurements made from a helicopter- 
borne ice thickness profiler of ice in Lake Superior, Lake St. Clair 
and the St. Clair river as part of NAS.A’s program to develop an 
ice information system. 

The profiler described is a high resolution, non-imaging, 
short pulse radar, operating at a carrier frequency of 2.7 GHz. 
The system can resolve reflective surfaces separated by as little 
as 10 cm. and permits measurement of the distance betw'een re- 
solvable surfaces with an accuracy of about 1 cm. Data samples 
are given for measurements both in a static (helicopter hovering), 
and a trav :;rse mode. Ground truth measurements taken by an 
ice auger team traveling with the helicopter are compared with 
the remotely sensed data and the accuracy of the profiler is dis- 
cussed based cn these measurements. 

INTRODUCTION 

Techniques for the remote measurement of ice thickness 
have been studied for many years. In some cases, the thickness 
is inferred from the surface temperature as in the case of 
thermal infrared scanning, or from the microwave brightness 
temperature (Meier and Edgerton, 1971). A more direct method , 
that of profiling with an active radar system was used in 1966 by 
the U.S. Army (Rinker, 1966) to map the thickness of the 
Greenland Ice Cap. This technique proved successful in terms 
of penetration through a great thickness of ice, but the resolution 
was not suitable for other applications involving relatively thin 
ic£ due to the small (14 MHz) bandwidth employed. 

In this paper, a radar system is described which has been 
used to profile l^e ice down to a thickness of 10 cm. Data from 
the system both in a static and mobile mode are given. The 
platform used was a Sikorski H-52 helicopter furnished through 
the cooperation of the U.S. Coast Guard stations at Selfridge 
Field and Traverse City. 
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MICROWAVE PROPAGATION THROUGH ICE 


A summary of the microwave properties of ice and snow is 
^?iven by Holter and Lowe (1966) based on data published by 
Von Hippel (1954) and Cummins (1952)^ At 3 GHz the value given 
for the loss tangent of ice is 0. 9 x 10"^, corresponding to an 
attenuation of 0.44 db^meter for ice with a dielectric constant 
of 3.2. This figure assumes no losses from scattering processes. 

The losses indicate that a plane parallel layer of ice could 
easily give rise to multiple returns when illuminated by a radar 
pulse, due to energy being multiply reflected within the layer with 
minimal absorption. This phenomenon was noted in some of the 
data obtiiined over smooth ice. One ad\*antage of the low absorp- 
tion is the attendant high {lenetration capability of the radar. 

Using a dielectric approximation for the calculation of the reflec- 
tion coefficient, the values to be expected at 3 GHz a»-e as follows: 

Air Ice interface 28^ 

Air Snow interface lO*' 

Snow Ice interface 19T^ 

Ice 'Water interface GTU 

The presence of surface roughness would of course modify these 
figures, as would also the presence of surface file’s of water in 
the liquid phase. The calculations do indicate however that in an 
ideal case of horizontally stratified stow /ice ''water, a substantial 
reflection would result from each boundary. Previous work 
(Vickers and Rose, 1972) on layered snow’ and ice supports this 
contention. 


SYSTEM DESIGN 

A diagram of the system is given in F^ure 1. The generator 
is a solid state source capable of tuning from 2. 5 to 2. 9 GHz. 

The frequency was adjusted to 2.7 GHz to minimize leakage from 
the minimize leakage from the mixer. The C.W. signal from 
the oscillator was then switched with a double balanced mixer 
driven by a I ns pulse to give a short burst of 2. 7 GHz carrier. 
This signal was amplified to a peak power of IW with a Travelling 
Wave Tube amplifier (TWT) and then transmitted through a double 
ridged horn antenna. The TWT also had an amplitude modulation 
capability, thereby allowing range dependant gain to be employed 
if necessary. 

The receiver chain consisted of two solid state amplifiers with 
a total gain of 70 db feedii^ an envelope detector. The output from 
this detector was then displayed on a sampling oscilloscope and 
recorded on either polaroid film (static mode) or on continuous 
strip film (traverse mode). 

Options available to the operator included triggering the dis- 
play on the first return, which removed helicopter altitude vari- 
ations from the data, and an intensity modulation display mode. 

The system was designed to operate at altitudes around 40m 
above the ice, although the gain was sufficient for greater alti- 
tudes if necessary. The detected return pulse, shown in Figure 2, 
had a half width of 1. 3 ns. A photograph of the completed system 
appears in Figure 3. 
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A protype of the equipment, with some minor differences, had 
already operated for one field season in the measurement of snow 
depth in the Colorado Rockies (Vickers and Rose, 1972). The 
present system v as therefore given brief preliminary testing by 
using it to view a vertical ice wall, of adjustable thickness built 
from commercial ice blocks. This experiment was used to 
determine the minimum measurable thickness of ice, under 
relatively controlled conditions. This minimum was less than 
10 cm. Also evaluated were the effects of having the first surface 
(air/ice interface) covered wuth w’ater to simulate melting ice con- 
ditions. The thin film of water retained on the vertical face of the 
ice wall had no appreciable effect. An effect was observed during 
these tests w’hich later gave some experimental difficulty, namely 
the beamwidth of the antennas (45®) was large enough to allow 
returns from a number of paths to interfere with that from the 
line-of- sight patr. from the target. This interference effect be- 
tween the returns caused significant amplitude modulation of the 
total signal as the range was varied, and made data interpretation 
difficult. The same effect was later noted in the helicopter in- 
stallation w’here the return coming from the ice interfered with a 
reflection from the vehicle landing gear. It was eventually re- 
moved by low ering the antennas. An example of the test data from 
a 19 cm. thick wall of ice is given in Figure 4. 

EXPERIMENTAL PROCEDURE AND RESULTS 

After a number of trial flights over Lake St. Clair, the system 
was taken over Whitefish Bay in Lake Superior for demonstration. 
The procedure employed was to fly the system to a suitably thick 
r^on of ice and land the helicopter. An ice auger team then 
took a sounding of the ice thickness, and the radar system was 
subsequently flowm oc^er the area at an altitude of 20 to 30 m. A 
typical return from these tests is shown in Figure 5 where the 
two pulses correspond to the upper and lower surfaces of ice 
30 cm. in thickness. The sites were photographed from the ground 
and from the helicopter for later correlation with the data. The 
radar data itself was recorded on polaroid film. In addition some 
traverse data was recorded on strip film. 

An example of data taken in the traverse mode is given in 
Figure 6, where each excursion of the trace to the left indicates 
a target. An alternative and more powerful presentation in terms 
of visual impact is to detect the minima in each trace, and show 
these bright points in an intensity modulated display as shown in 
Figure 7. Visual separation of the ice stratigraphy from random 
returns due to roughness is then more easily achieved. 

It was found that the ice thickness could be accurately mea- 
sured in the case of a single unbroken layer thicker than 10 cm. 
and smooth on both its upper and lower surfaces. The accxuracy 
of measurement was about 2 cm. for such sheets of ice. Quite 
often, however, one encounters ice that exhibits roughness on 
one or both of its surfaces, or possesses a layered structure. 
Surface roughness can be caused by 1) the freezing of slush formed 
from the melting of snow, or 2) the freezing of spray and droplets 
generated in the leads between storm-tossed floes, or 3)the up- 
thrusting of edges in pressure ridges. 
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Lower surface roughness is observed in pressure ridges, of 
course. Besides this, one frequently encourters a "stepped” 
lower surface in re-frozen brash in which relatively thick floes 
are held together by i matrix of thinner ice. 

Upper surface roughness causes difficulty because signals 
reflected from bumps located off the axis can interfere with the 
signal of primary interest, namely, that reflected from the ice- 
water interface. An example of such a case is given in figure 8. 

The "stepped” lower surface encountered in refrozen brash 
seems to produce a complex return as off-axis signals are effi- 
ciently returned from surfaces forming corner reflectors, as it 
were. These reflections make interpretation of the return dif- 
ficult. If the most straightforward interpretation is used, 
(identifying the largest peak after the first peak as that reflected 
from the ice-w’ater interface) significant errors are made. 

The problem of interference by off-axis reflections is judged 
to be the most serious impediment to the development of an 
operational radar ice thickness system. 

Because of the large attenuation one would expect that if ice 
sheets are separated by more than a few millimeters of liquid 
water, lower sheets would be undetectable. No data bearing upon 
this issue was taken. 

In the case of smooth sheets of ice, it was found that multiple 
reflections were often observable. While these multiple reflec- 
tions caused no difficulty in inferring ice thickness for ideal ice 
sheets, they obviously increase the difficulty of interpreting the 
returns from more complex ice structures. This problem is con- 
sidered to be minor as compared with that of off-axis reflections. 

Figure 9 presents data from 14 sites comprising a variety of 
ice types. The R. M.S. error of these measurements is about 
15^. Previous measurements on ice and snow show that with 
perfectly smooth surfaces an accuracy of better than 10% is easily 
achievable (Vickers and Rose, 1972). 

CONCLUDING REMARKS 

In summary, it has been demonstrated that a short pulse 
radar system can make accurate measurement of the thickness 
of simple, smooth ice sheets, and at least give an indication of 
the structure of rough-surfaced or broken ice. Furthermore, 
the data indicate that a system capable of making thickness mea- 
surements of nearly all types of ice is feasible, provided that 
interference from off-axis reflections can be overcome. The 
most natural attack on this problem is to reduce the beamwidth 
of the system. For the 1973-74 season, an array of four re- 
ceiving antennae will be used, reducing the beamwidth from 4 5 
degrees to somewhat less than 20 degrees. In addition, the use 
of a higher carrier frequency (up to 5 GHz) will be studied to 
determine whether the higher attenuation will reduce the ampli- 
tude of multiple reflections. 
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F.gured - Radar return fioffl 7 P?' ot block iceil ns per divisiom. 
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Fiqurp 8. - Radar relurn from 1 meter ice wit*' 30 cm of debris, 5 ns per division. 
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Figure 9. - Comparison of radar derived thickness (cml 
with ice auger readings. 
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